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NATIONAL FOREWORD 

The Indian Standard which is identical with ISO 4074 : 2002 'Natural latex rubber condoms — 
Requirements and test methods' issued by the International Organization for Standardization (ISO) was 
adopted by the Bureau of Indian Standards on the recommendation of the Obstetric and Gynaecological 
Instruments and Appliances Sectional Committee and approval of the l^edical Equipment and Hospital 
Planning Division Council. 

This standard was first published as IS 3701 in 1 966 and then revised in 1 985. This revision of the standard 
has been brought out to bring it in alignment with International practices. This standard incorporates following 
major changes: 

a) Clause on terminology included; 

b) Requirement for quality verification given with sampling plans; 

c) Requirement given for burst volume and pressure, lot testing for oven treated condoms, tests for 
stability and shelf life and packaging integrity, etc with sampling plans; 

d) Requirement for air inflation test modified by replacing with test for freedom from holes; and 

e) Requirement for colour fastness test has been deleted. 

This standard supersedes IS 3701 : 1 985 'Specification for rubber protective sheaths (condoms) (first revision)'. 

The intact latex film has been shown to be a barrier to human immunodeficiency virus (HIV), other infectious 
agents responsible for the transmission of sexually transmitted infections (STI's) and to spermatozoa. In 
order to help ensure that condoms are effective for contraceptive purposes and for assisting in the prevention 
of transmission of STI's, it is essential that condoms fit the penis properly, are free from holes, have 
adequate physical strength so as not to break during use, are correctly packaged to protect them during 
storage and are correctly labelled to facilitate their use. All these issues are addressed in this Indian Standard. 
The condom and any lubricant, additive, dressing, individual packaging material or powder applied to it 
should neither contain nor liberate substances in amounts that are toxic, sensitizing, locally irritating or 
othenwise harmful under normal conditions of storage or use. Reference should be made to ISO 10993 for 
test methods to evaluate the safety of condoms particularly in respect of the hsk of local irritation and 
sensitization. 

Condoms are non-sterile, medical device as such manufacturers should keep appropriate precautions to 
minimize microbiological contamination of the product during the manufacture and packaging. Therefore, 
they should be produced under a good quality management system. For example, reference should be made 
to the IS/ISO 9000 series of Quality Management System, IS 15579 : 2005/ISO 13485 : 2003 'Medical 
devices — Quality management systems — Requirements for regulatory purposes' and ISO 1497 : 2007 
'Medical devices — Application of risk management to medical devices'. 

This standard requires manufacturers to conduct stability tests to estimate the shelf life of any new or 
modified condom before the product is placed on the market and to initiate real-time stability studies. The 
real-time stability studies. The real-time stability test can be considered as part of the manufacturer's 
requirements to conduct post-marketing surveillance on their products. These requirements are intended to 
ensure that manufacturers have adequate data to support shelf-life claims before products are placed on the 
market and that these data are available for review by regulatory authorities, third party test laboratories and 
purchasers. They are also intended to limit the need for third parties conduct long-term stability studies. 

For the application of this Indian Standard reference should be made to IS/IS0 1 6038 : 2005 'Rubber condoms 
— Guidance on the use of IS/ISO 4074 in the quality management of natural rubber latex condoms'. 
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Indian Standard 

NATURAL LATEX RUBBER CONDOMS — 
REQUIREMENTS AND TEST METHODS 



1 Scope 

This International Standard specifies the minimum requirements and the test methods to be used for condoms made 
from natural rubber latex wl^ch are supplied to consumers for contraceptive purposes and to assist in the prevention 
of sexually transmitted infections. 

2 Normative references 

The following normative documents contain provisions which, through reference in this text, constitute provisions of 
this International Standard. For dated references, subsequent amendments to, or revisions of, any of these 
publications do not apply. However, parties to agreements based on this International Standard are encouraged to 
investigate the possibility of applying the most recent editions of the normative documents indicated below. For 
undated references, the latest edition of the normative document referred to applies. Members of ISO and lEC 
maintain registers of currently valid International Standards. 

ISO 1 88, Rubber, vulcanized or thermoplastic — Accelerated ageirig and heat resistance tests 

ISO 2859-1:1999. Sampling procedures for inspection by attributes — Parti: Sampling schemes indexed by 
acceptance quality limit (AOL) for lot-by-lot inspection 

ISO 15223, Medical devices — Symbols to be used with medical device labels, labelling and Information to be 
supplied 

EN 980, Graphical symbols for use in the labelling of medical devices 

3 Terms and definitions 

For the purposes of this International Standard, the terms and definitions given in ISO 2859-1 and the following 
apply 

3.1 

acceptable quality limit 

AOL 

When a continuous series of lots is considered, the quality level which for the purposes of sampling inspection is the 
limit of a satisfactory process mean (according to ISO 2859-1) 

3.2 
condom 

medical device used by consumers, which is intended to be retained on the penis during sexual activity, for purposes 
of contraception and prevention of sexually transmitted infections 

NOTE If a consumer could responsitdy consider a device to be a condom (due to its shape, packaging, etc.), it is considefed a 
condom (or the purpose o( this International Standard. 

3.3 

consumer package 

package, intended for distribution to a consumer, containing one or more individual containers 



IS/ISO 4074:2002 



axpkydato 

stated date after which a condom should not t>e used 

3^ 

identification number 

number, or combination of numerals, symbols or letters used by a manufacturer on consumer packages to identify 
uniquely ttie lot numt>ers of individual condoms contained in that package, and from which it is possible to trace those 
k>ts through all stages of packaging and distribution 

NOTE Wtien ttie consumer package contains only one kind of condom, then the identification number may be the same as the 
tot numt>er. But if the consumer package contains several different types of condom, for instance condoms of different shapes or 
cokHtfs, ttien ttte kJentification numt>er will be different from the lot number 

3.6 

individual container 

immediate wrapping of a single condom 

3.7 
inspection level 

relatkmship between lot size and sample size. 

NOTE For descriptwn, see ISO 2859- 1 : 1 999, 1 0. 1 . 

3.8 
lot 

collectk>n of condoms of the same design, colour, shape, size and formulation, manufactured at essentially the same 
time, using the same process, raw materials of the same specifications, common equipment and packed with the 
same lubricant and any other additive or dressing in the same ty|3e of individual container 

NOTE This International Standard does not specify the size of a lot, but it is possible for a purchaser to do so as part of the 
purchasing contract. Attention is drawn to the difficulties that can be associated with the distribution and control of very large lots. 
The recommended maximum individual lot size for production is 500 000. 

3.9 

lot number 

numtier or combination of numerals, symbols or letters used by the manufacturer to identify a lot of individually 
packaged condoms, and from which it is possible to trace that lot through all stages of manufacture up to packaging 

NOTE For testing purposes, sampling is conducted by lot number, not Identification number See requirements in clause 4. 

3.10 
lot test 

test to assess tfie compliance of a lot 

NOTE A krt test may be limited to include only those parameters which may change from lot to lot. 

3.11 

non-visible hole 

hole in the condom that is not visible under nomial or corrected vision but is detected by leakage when rolling on 
absort>ant paper 

3.12 
sampling plan 

specific plan which indk:ates the number of units of product from each lot which are to be inspected (sample size or 
series of sample sizes) and the associated criteria for determining the acceptability of the lot (acceptance and 
rejection numbers) 
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3.13 
shelf life 

time from date of manufacture to the claimed expiry date 

3.14 
visible hole 

hole or tear in the condom that is visible under normal or corrected vision 

4 Quality verification 

Condoms are mass-produced articles manufactured in very large quantities. Inevitably there will be some variation 
between individual condoms, and a small proportion of condoms in each production run may not meet the 
requirements in this International Standard. Further, the majority of the test methods described in this International 
standard are destructive. For these reasons the only practicable method of assessing compliance with this 
International Standard is by testing a representative sample from a lot or series of lots. Basic sampling plans are 
given in ISO 2859-1 . Reference should be made to ISO/TR 8550 for guidance on the selection of an acceptance 
sampling system, scheme or plan for the inspection of discrete items in a lot. 

When on-going verification is required of the quality of condoms, it is suggested that, instead of concentrating solely 
on evaluation of the final product, the party concerned also directs his attention to the manufacturer's quality system. 
In this connection it should be noted that the ISO 9000 series (see Bibliography) covers the provision of an integrated 
quality system. 

Sampling plans shall be selected to provide an acceptable level of consumer protection. Suitable sampling plans are 
given in annexes A and B. 

a) Annex A describes sampling plans based on ISO 2859-1 and is most applicable to manufacturers or purchasers 
assessing the compliance of a continuing series of lots. The full level of consumer protection available depends 
upon the switch to tightened inspection if a deterioration in quality is detected. The switching rules cannot offer 
full protection for the first two lots tested, but become progressively more effective as the number of lots in a 
series increases. The sampling plans in annex A are recommended when five or more lots are being tested. 

b) Annex B describes sampling plans, based on ISO 2859-1 , that are recommended for the assessment of isolated 
lots. The sampling plans in annex B provide approximately the same level of consumer protection as those given 
in annex A when used with the switching rules. It is recommended that these sampling plans be used for the 
assessment of fewer than five lots, for example in cases of dispute, for referee purposes, for type testing, for 
qualification purposes or for short runs of continuing lots. 

c) Handling and storage conditions shall be documented before drawing the samples. 

It is necessary to know the lot size in order to derive from ISO 2859-1 the number of condoms to be tested. The lot 
size will vary between manufacturers and is regarded as part of the process and quality controls used by the 
manufacturer. 

5 Design 

5.1 Integral bead 

The open end of the condom shall terminate in an integral bead and shall comply with clause 9. 

5.2 Lubrication 

If the amount of lubricant in the package is specified, then this amount shall be determined by the method descnbed 
in annex C. 

The method in annex C also recovers part of the dressing powder on the condom. (See rationale, in 1^7 ) An 
allowance should be made for this when manufacturers or purchasers specify lubricant levels. 
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S3 Dfanensions 

5^.1 LMiQth 

When tested t)y the m^hod given in annex D, taking 13 condoms from each lot, no individual length measurement 
shaR be below 160 mm. 

SJiJZ Width 

When tested by ttie method given in annex E, taking 13 condoms from each tot, no wkAh measurement shall deviate 
from the nominal wklth stated by the manufacturer by more than ± 2 mm. 

The wridth shall be measured at the narrowest part of the condom within 35 mm from the open end, or at a point 
specified by the manufacturer within the same area. 

NOTE The width for determination of the requirements for txjrst volume as in 6.1 may be measured at the same time. 

5.3.3 Thickness 

If the thk:kness of the condom Is specified, then it shall be determined by the method in annex F. 

6 Burst volume and pressure 

6.1 Untreated condoms 

When tested in accordance with annex G, the bursting pressure shall be not less than 1 ,0 kPa and the bursting 
volume (rounded to the nearest 0,5 dm^) shall be not less than: 

— 1 6,0 dm^ for condoms with a width less than 50,0 mm, or 

— 18,0 dm^ for condoms with a width greater than or equal to 50,0 mm and up to 56,0 mm, or 

— 22,0 dm^ for condoms with a width greater than or equal to 56,0 mm 

The width is defined as the mean flat width of 13 condoms measured in accordance with annex E at a point 
(75 ± 5) mm from the closed end. (See rationale in annex P.) 

The compliance level for each lot shall be an AQL of 1 ,5 for non-conforming condoms. 

A non-conforming condom is defined as a condom that fails the requirement for volume, pressure or both or any 
condom that exhibits any leakage. 

6.2 Lot testing for oven-treated condoms 

The purpose of this test is to check for major formulation or vuteanizalion errors. When oven-treated as described in 
annex H for (168 ± 2) h at (70 ±2) °C and tested according to annex G, the condoms shall meet the requirements 
of 6.1 . This test does not provide information about the shelf life of the product. 

This test is appteable only to condoms that are less than one year old from the date of manufacture. 



IS/ISO 4074 : 2002 



6.3 Extra strength 

6.3.1 General 

If a manufacturer makes a claim that a particular brand of condoms is stronger or implies that a particular brand of 
condoms provides extra protection or safety in use because the condoms are stronger than regular condoms, then 
the additional requirements for "Extra Strength" condoms defined in this section shall apply. (See annex P.) 

6.3.2 Requirements for mechanical properties 

When tested according to annex G, the minimum bursting pressure shall be not less than 2,0 kPa and the bursting 
volume shall conform to the requirements of 6.1. 

When tested according to annex I, the minimum mean force at break shall be 100 N based on the mean of 
1 3 condoms selected at random from each lot of condoms. 

6.3.3 Requirements for clinical data 

Manufacturers shall substantiate the extra-strength claims with clinical data or prominently display on the pack the 
statement given in 11.2.3.2. 

The clinical data shall substantiate a statistically significant reduction in breakage rate for the extra strong condom 
when compared in a random, double blind trial to a reference, marketed condom from normal production produced 
by the same manufacturer. The reference condom shall comply with the requirements of ISO 4074 and shall exceed 
0,060 mm single wall thickness at the mid body. 

Useful references are ISO 14155 or EN 540 and ISO 16037 (in preparation). 

7 Tests for stability and shelf life 

7.1 General 

Manufacturers shall verify that the condoms comply with the requirements of 6.1 of this International Standard until 
the end of the labelled shelf life. Shelf-life claims shall not exceed five years (see annex P). 

Data supporting the shelf-life claims made by the manufacturer shall be made available to the appropriate regulatory 
authorities and direct purchasers upon request. 

Before a new or modified condom design is placed on the market, the following requirements shall be met. 

— The condom shall be tested for the minimum stability requirements as described in 7.2. 

— A real-time study as described in 7.3 to determine shelf life shall have commenced. 

— Pending completion of the real-time study, shelf life shall be estimated as described in 7.4. 

NOTE 1 A modified condom desi™ "■ •" -'-■-'' "- — ►"■•-" '-'-"" '• — • • -<-- — "— ' '-"■— j— ..-:__ 

NOTE 2 Compliance vvi!h -he revTJuenieni.s of 7 1 doe.s rtot itriuly th.it Ihe strelf We o! t^e product has been determined 

Sh.elMite esiimaies (7.4) s^ali t-e based on a mean kinetic temperalure of 30 C for all climatic conditions and may 
be carried out on condvoms from Ifie same production lots as used for real time determination of shell life (7 3). 

For ex'S'ing designs on tfie market at the date of pubiicaticn of this International Standard, real tirne data in a for.Ti 
consistent v/ith annex J, and at (ennperatur- ■ f-nt with ':■ ;:ory requiremerUs prevailing at the time the 

produvt was introduced, shall be accepiab ■ the sheH 
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7J2 Minimum stability requirements 

Test three lots of condoms for compliance witfi ISO 4074, except 11.2 and 11.3, using tfie sampling plans given In 
annex B. 

Only lots meeting all of the requirements of ISO 4074, except 1 1 .2 and 1 1 .3, shall be used for this test. 

Incubate samples in their individual sealed containers according to annex H, one set for (168 ± 5) h (1 week) at 
(70 ± 2) °C and the other set for (90 ± 1 ) days at (50 ± 2) °C. At the end of the incubation periods, withdraw the 
condoms and test for aiiturst properties according to annex G and the requirements of 6.1. 

The test report shall include <he requirements of annexes G and N. 

NOTE Data to verify compliance with 7.2 can be extracted from studies for estimates of shelf life (7.4). 

7.3 Procedure for determining shelf life by real-time stability studies 

After testing according to annex J the condoms shall meet the requirements in 6.1. 

If the real-time data indicate a shorter shelf life than that claimed on the basis of accelerated ageing (7.4), the 
manufacturer shall notify the relevant regulatory authorities and direct purchasers. The manufacturer shall change 
the shelf-life claim for the product to one based upon the real-time study. In no case shall shelf life exceed five years. 
For condoms placed on the market, real-time stability studies shall be completed for the full period of the shelf-life 
claim. 

7.4 Estimating shelf life based upon accelerated stability studies 

Pending the completion of real-time studies, accelerated stability studies shall be used to estimate the shelf life. 

At the date of publication, no single method of analysis was sufficiently validated or widely used to justify its 
designation as a standard method. Several approaches to the analysis of accelerated-ageing data have been 
explored. It is anticipated that as manufacturers and regulatory agencies accumulate real-time data, a consensus 
method for the next revision of this International Standard will be developed. Meanwhile, the results of accelerated- 
ageing data may be analysed by a number of methods or as stipulated by the manufacturer's regulatory authority. 

Examples of methods for accelerated studies and data analysis are provided in annex K. Data generated from such 
studies shall support the claim that the condonis fulfil the requirements in 6.1 for the duration of the labelled shelf life 
at 30 °C. 

8 Freedom from holes 

When tested t)y either method described in annex L, the compliance level for each lot, for the sum of condoms with 
visible and non-visible holes and tears, shall be an AOL of 0,25. 

9 Visible defects 

For visible defects as described in annex L (L.2.3.3, L.3.3.4), the compliance level for each lot shall be an AQL of 0,4. 

10 Paclcage integrity 

When requested by a customer or a regulatory body, the manufacturer or supplier shall provide information on 
package integrity based upon the test method given in annex M. The compliance level for each lot shall be an AQL of 
2,5. 



IS/ISO 4074 : 2002 



1 1 Packaging and labelling 

11.1 Packaging 

Each condom shall be packed in an individual container. One or more individual containers may be packed in other 
packaging such as a consumer package. The individual container, or consumer package or both, shall be opaque to 
light. However packaged, the packaging shall protect the condom from light even if only the individual package is 
provided to the consumer. 

If a marking medium, such as ink, is used on a condom or on any part of a package directly in contact with a condom, 
it shall not have any deleterious effect on the condom or be harmful to the user. 

Individual containers and any other packaging shall protect the condom from damage during transport and storage. 

Individual containers and any other packaging shall be designed in such a way that the pack can be opened without 
damaging the condom. The design of the individual container should facilitate easy opening. (See rationale in 
annex P.) 

11.2 Labelling 

11.2.1 Symbols 

If symbols are used on packaging, information and marketing materials, the symbols shall meet the requirements in 
ISO 15223 or EN 980. 

1 1 .2.2 Individual container 

Each individual container shall bear at least the following information: 

a) the identity of the manufacturer or distributor. (See rationale in annex P); 

b) the manufacturer's identifying reference for traceability (e.g. the lot number); 

c) the expiry date (year, month). The format of the year shall be in four digits: the formal of the month shall be in 
letters or two digits. (See rationale in annex P.) 

1 1 .2.3 Consumer package 

11.2.3.1 General 

The outside of the consumer package shall bear at least the following information in at least one of the official 
language(s) of the country of destination or as stipulated differently by that country: 

a) a description of the condom, including whether or not it has a reservoir. If the condom is coloured or textured this 
shall be stated; 

b) the number of condoms contained; 

c) the nominal width of the condom; 

d) the name or trade name and address of the manufacturer and/or distributor, depending on national and regional 
requirements. (See rationale in annex P); 

e) the expiry date (year and month). The format of the year shall be in four digits and the format of the month shall 
be in letters or two digits. If a consumer package includes condoms from different lots, the earliest expiry date 
shall apply to all condoms; 

f) a statement to store the condom in a cool dry place away from direct sunlight: 
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g) a statement that individual containers, if not opaque to light, should not be stored outside the opaque consunner 
package; 

h) whether the condom is lubricated or dry. When a medicinal ingredient is added, it shall be identified and its 
purpose indicated (e.g. spermicidal). If the condom or lubricant is fragranced or flavoured, this shall be stated; 

i) the manufacturer's identifying reference for traceability (e.g. the. identification number/lot number). If different 
types of condoms, e.g. different colours, are packaged together in the same consumer package, the identification 
number on the consumer package shall allow the manufacturer to identify uniquely the lot numbers of the 
individual condoms contained in that package, so that it is possible to trace those lots through all stages of 
manufacture up to packaging; 

j) a statement that the condom is made of natural rubber latex. 

1 1 .2.3.2 Labelling of extra-strong condoms 

A claim such as "extra strong" implies that the condoms have a lower level of breakage than a "regular" condom. 
Such claims shall be supported by clinical investigations. (See 6.3.3.) 

If the manufacturer wishes to use the claim "extra strong" pending the completion of a clinical study, the labelling shall 
state: 

This extra-strong condom has not been shown to be safer in use than regular condoms." 

11.2.4 Additional information on the consumer package 

The outside or the inside of the consumer package, or a leaflet contained within the consumer package, shall bear at 
least the following information expressed in simple terms, and in at least one of the official language(s) of the country 
of destination, if possible supplemented by pictorial representations of the major steps involved or as stipulated 
differently by that country. 

a) Instructions for use of the condom, including 

1 ) the need to handle the condom carefully, including removal from the package so as to avoid damage to the 
condom by fingernails, jewellery etc.; 

2) how and when to put on the condom; mention should be made that the condom should be placed on the erect 
penis before any contact occurs between the penis and the partner's body to assist in the prevention of 
sexually transmitted infections and pregnancy; 

3) the need to withdraw the penis soon after ejaculation, while holding the condom firmly in place at the base of 
the penis; 

4) the need, if an additional lubricant is desired, to use the correct type of lubricant which is recommended for 
use with condoms and the need to avoid the use of oil-based lubricants such as petroleum jelly, baby oil, 
body lotions, massage oils, butter, margarine etc. as these are deleterious to the integrity of the condom; 

5) the need to consult a doctor or pharmacist about the compatibility of topical nnedicines that may come in 
contact with the condom. 

b) Instructions on how to dispose of the used condom. 

c) A statement that the condom is for single use. 

d) The number of this Internatkjnal Standard, i.e. ISO 4074. (See rationale in annex P.) 

11.3 inspection 

From each lot. 13 consumer packages and 13 individual containers shall be inspected for compliance. All inspected 
containers shall comply with the requirements. 

Under certain conditions it may be permissible for the manufacturer/distributor to correct faults associated with 
packaging and labelling requirements and resubmit the lot for further conformity testing. Examples include insertion 
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of missing instruction leaflets or re-packaging of individual containers into new complete consumer packages before 
placing on the market. 

If condoms from the same lot are packed into different consumer packages, then at least one consumer package of 
each variant should be inspected. The number of packages inspected should not exceed 13 unless the number of 
variants exceeds 13. 

12 Test report 

Test reports shall contain at least the information as described in annex N. 
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Annex A 

(normative) 

Sampling plans intended for assessing compliance of a continuing series 
of lots of sufficient number to allow the switching rules to be applied 



A.1 Quality verification 

When on-going verification is required of the quality of condoms, it i^ suggested that, instead of concentrating solely 
on evaluation of the final product, the party concerned also directs his attention to the manufacturer's quality system. 
In this connection it should be noted that the ISO 9000 series {see Bibliography) covers the provision of an integrated 
quality system. 

A.2 Sampling plans and compliance levels 

If a party wishes to establish, by inspection and testing of samples of the final product, whether a continuing series of 
lots are in compliance with the requirements of this International Standard, the sampling plans and acceptance 
criteria given in Table A.1 shall be applied. 

Manufacturers may use the schemes in Table A.1 or may devise and implement validated alternative quality control 
methods that result in at least equivalent consumer protection. 

When tests are being conducted on fewer than five lots of condoms, the additional protection of the switching rules in 
ISO 2859-1 is not available and it is recommended that the sampling plans given in annex B be used to maintain the 
level of consumer protection. 

Table A.1 — Sampling plans and acceptance criteria for a continuing series of lots 



Attributes 


Inspection level 


Acceptance criteria 


Dimensions 


13 condoms 


All samples shall meet the criteria of length 
> 160 mm and width ± 2 mm of stated 
nominal width 


Bursting volume and pressure 
(untreated/oven-treated) 


General Inspection Level 1 as in 
ISO 2859-1 


AQLof 1,5 


Package integrity 


Special Inspection Level S-3 


AQL of 2,5 


Freedom from holes 


General Inspection Level 1 but at least 
code Letter M 


AQL of 0.25 


Visible defects 


General Inspection Level 1 but at least 
code Letter M 


AQL o( 0.4 


Packaging and labelling 


13 consumer packages and 13 individual 
containers 


All shall comply 



Applications for these sampling plans may include the following: 

a) on-going production testing and quality control by a manufacturer; 

b) on-going testing by a purchaser for contractual purposes; 

c) on-going inspection by a national authority. 



10 
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Annex B 

(informative) 

Sampling plans intended for assessing compliance of isolated lots 



Use of the sampling plans given in annex A for small numbers of lots, i.e. fewer than five, will result in a higher level 
of consumer risk because the switching rules are not available. In such circumstances the use of larger sample sizes 
is recommended in order to maintain an acceptable level of consumer protection. The choice of a suitable sampling 
plan will be governed by cost considerations. Larger sample sizes will give better discrimination but at increased cost. 
Purchasers may, for example, rely upon their experience with a particular supplier when assessing the sample sizes 
to use for small numbers of lots. 

The sampling plans given in Table B.I, when applied to isolated lots, provide approximately the same level of 
consumer protection as those given in annex A when used in conjunction with the switching rules. Attention is drawn 
to the possibility of using Double or Multiple Sampling Plans which may reduce the total number of condoms that 
need to be tested to demonstrate compliance when quality is significantly better than the AQL's. 

NOTE There is no simple mathematical relationship between the sample size and the lot size. Sample sizes may be Increased 
Independently of the lot size to achieve a more reliable estimate of lot quality. 



Table B.1 — Sampling plans and acceptance criteria for isolated lots 



Attributes 


Inspection level 


Acceptance criteria 


Dimensions 


13 condoms 


All samples shall meet the criteria 

of length 5 1 60 mm and width ± 2 mm 

of stated nominal width 


Bursting volume and pressure 
(untreated/oventreated) 


General Inspection Level 1 but at least 
Code Letter M as in ISO 2859-1 


AOL of 1,5 


Package integrity 


Special Inspection Level S-3 but at least 
code letter H 


AOL of 2,5 


Freedom from holes 


General Inspection Level 1 but at least 
Code Letter N 


AOL of 0,25 


Visible defects 


General Inspection Level 1 but at least 
Code Letter N 


AQL of 0,4 


Packaging and labelling 


13 consumer packages and 13 individual 
containers 


All must comply 



Applications for these sampling plans may include the following: 

a) type testing as part of a certification procedure; 

b) cases where the total number of lots being assessed is insufficient to allow the switching rules to be effective; 

c) in cases of dispute involving isolated lots, e.g. for referee testing. 



IS/ISO 4074 : 2002 



Annex C 

(normative) 

Determination of total lubricant for condoms in Individual containers 



C.I Principle 

The mass loss is determined by removing the lubricant from the pack and condom by washing with a solvent. 
Washing is carried out either in an ultrasonic bath or by manual agitation. A minimum sample size of 13 condoms is 
recommended. 

C.2 Apparatus 

C.2.1 Ultrasonic cleaning bath(s) or suitable container, e.g. beaker, and stirrer. 

C.2.2 Balance, accurate to 1 mg. 

C.2.3 Propan-2-ol, laboratory reagent grade. 

C.3 Procedure 

C.3.1 Weigh each individual container to the nearest 1 mg and record the results. 

C.3.2 Slit the individual container carefully around three edges and remove the undamaged condom. 

C.3.3 Before unrolling the condom cut up one side using scissors, then unroll the condom and wipe it and its 
individual container free of lubricant as much as possible. 

C.3.4 When using the ultrasonic bath, immerse the condom and individual container in propan-2-ol in an ultrasonk; 
bath and wash for 2 min to 10 min. Repeat the washing in clean propan-2-ol as many times as necessary to achieve 
constant mass after two successive washes (within 10 mg), after drying as below in C.3.6 and C.3.7. 

C.3.5 When washing the condoms manually: immerse the condom and individual container in propan-2-ol in a bath 
and wash with manual agitation. Repeat the washing in clean propan-2-ol as many times as necessary to achieve 
constant mass after two successive washes (within 10 mg), after drying as below in C.3.6 and C.3.7. 

C.3.6 Remove the condom and individual container from the propan-2-ol and wipe to remove excess propan-2-ol. 

ture not exceedinq C.3.7 Dry thp r.cndr.m p,^d inr!;vidiM! rnrif.=.inpr tn rnn'^tjuii rr.„^^c; /withm in rng) at a tempera 

55 'C. 

-ult from that found C.3. 8 Weigh each dry condom and individual container to the nearest 1 mg and subtract this re: 

in C.3 1 to give the total quantity of lubricant. 

C.4 Accuracy of lubricant recovery 

le amount that was '" ^" mterlaboratory study, this method v^as shown to recover about 85 mg more "lubncant" than tt 

ch is also removed added when the lest samples were aiade. This excess "lubricant" is partly dressing powder, whi 

by the method (see rationale in annex P). 
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C.5 Expression of results 

The amount of lubricant recovered is reported to the nearest 50 mg. 
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Annex D 

(normative) 

Determination of length 



D.1 Principle 

The unrolled condom is allowed to hang freely over a graduated mandrel and its length, excluding the reservoir end, 
is observed and recorded. 

D.2 Apparatus 

D.2.1 Mandrel with a scale divided into millimetres and having the dimensions shown in Figure D.1 , with the zero 
beginning at the rounded end. 

D.3 Procedure 

D.3.1 Move the condom inside the package such that it is away from the area where the pacl<age is to be torn. Tear 
the package and remove the condom. 

In no circumstance use scissors or other sharp instruments to open the package. 

D.3.2 Unroll the condom, stretch it slightly twice but by no more than 20 mm to smooth out the wrinkles caused by 
the condom having been rolled up. Lubricants may be removed and suitable powders may be added to avoid sticking. 
(See rationale in annex P.) 

D.3.3 Put the condom over the mandrel (D.2.1) and let it hang freely, stretched only by its own mass. 

D.3.4 Note, to the nearest millimetre, the smallest value of the length of the condom that can be read on the scale 
outside the open end of the condom. 

D.3.5 Condoms subjected to this test may also be used for determination of width. 

D.4 Expression of results 

The test report shall include elements from annex N and the length of each tested condom. 
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Dimensions In millimetres 



SR12,5 




SR = spherical radius 



Figure D.I — Mandrel for determining length of condom 
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Annex E 

(normative) 

Determination of width 



E.1 Principle 

The unrolled condom is allowed to hang freely over the edge of a ruler and its width is observed and recorded. 

E.2 Apparatus 

E.2.1 Ruler, with a scale divided into millimetres. 

E.3 Procedure 

E.3.1 Move the condom inside the package such that it is away from the area where the package is to be torn.Tear 
the package and remove the condom. 

In no circumstance use scissors or other sharp instruments to open the package. 

E.3.2 Unroll the condom and lay it flat over the edge of the ruler (E.2.1), perpendicular to the condom's axis, 
allowing it to hang freely. If a lubricated condom doesn't hang freely, then the lubricant shall be removed and suitable 
powders may be added to avoid sticking. (See rationale in armex P.) 

E.3. 3 Measure, to the nearest 0,5 mm, the width of the condom at a point specified in the relevant sections of this 
standard. 

E.3. 4 Condoms subjected to this test may also be used for determination of length. 

E.4 Expression of results 

The test report shall include elements from annex N and the width of each tested condom, including the point along 
the condom at which the measurement was made. 
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Annex F 

(normative) 

Determination of thickness 



F.I Principle 

This annex describes the test method for determining the thickness of latex rubber condoms. 

A condom is laid flat and a test specimen is die-cut from it and weighed. Using the mass, the area of the die-cut 
specimen, and a density of 0,933 g/cm^, the thickness is calculated. 

The thickness values obtained using this method on textured condoms should be used with caution, since they will 
be the average of the textured and the smooth portions. 

F.2 Apparatus 

F.2.1 Laboratory scale, accurate to 0,1 mg. 

F.2.2 Cutting die in accordance with 1.2.1. 

F.2.3 Hydraulic, pneumatic or mectianical press, suitable for die cutting. 

F.2.4 Ruler, graduated in 0,5 mm. 

F.3 Procedure 

F.3.1 Move the condom inside the package such that it is away from the area where the package is to be torn. Tear 
the package and remove the condom. 

Under no circumstances use scissors or other sharp instruments to open the package. 

F.3.2 Unroll the condom ensuring that it is not excessively stretched in any direction and powder the condom. 

F.3.3 Lay the condom flat with its length at right angles to the cutting edge of the die. Obtain the test piece by 
cutting the condom with one stroke of the press when the die is positioned with its centre (30 ± 5) mm from the open 
end of the condom. 

F.3.4 Cut the ring open and measure the length, to the nearest 0.5 mm, of one edge with the ruler If the condom is 
not parallel-sided, measure both edges and calculate the mean. Calculate the area as the obtained length, in 
millimetres, x 20. 

F.3.5 Repeat F.3.3 and F.3.4 at (30 i 5) mm from the closed end and at the mid-point between the open and 
closed ends of the condom. 

F.3.6 Wash the specimens in propan-2-ol and dry to constant mass. ± 10 mg. 

F.3.7 Weigh the. three test specimens separately to the nearest 0.1 mg and record the individual values. 
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F.3.8 Calculate the thickness of each specimen as follows: 

1 1 

t — - ■ — ■ m 

P A 

where 

t is the thickness of the test specimen, in millimetres; 

p is the density of the latex rubber = 0,933 g/cm^; 

A is the area of the test specimen, in square millimetres; 

m is the mass of the test specimen, in milligrams. 

NOTE Condom thickness can be measured with a micrometer gauge, but this method has laeen shown to give consistently lower 
results. If a micrometer is used, a suitable type is a dial or digital type, accurate to 0,001 mm, with foot diameter (5 ± 2) mm, and 
foot pressure (22 ± 4) kPa, parallel to a flat baseplate. 

F.4 Expression of results 

The test report shall include the elements of annex N and the following particulars: 

a) the calculated thickness of each die-cut specimen; 

b) the average calculated thickness of each tested condom. 
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Annex G 

(normative) 

Determination of bursting volume and pressure 



G.I Principle 

A specified length of the condom is inflated with air, and the volume and pressure required to burst the condom are 
recorded. 

Recommendations on system calibration are given in annex O. 

G.2 Apparatus 

G.2.1 inflation apparatus, for example as In Figure G.1, suitable for Inflating the condom with clean oil-free and 
moisture-free air at a specified rate, provided with equipment for measuring volume and pressure and having the 
following features: 

a) a pressure sensor configured such that there is no pressure differential between the condom and the pressure 
sensor; 

b) an apparatus for recording the volume of inflation air. configured such that there is no pressure differential 
between the measuring device and the condom, thereby ensuring that the volume of air is measured or 
calculated at the appropriate pressure within the condom and not at the line pressure which may be higher; 

c) rod, of suitable length having a smooth sphere or hemisphere 25 mm in diameter at its top for hanging the 
unrolled condom when fixed to the apparatus, and fixed in a position such that when the condom is clamped the 
length of the condom, excluding reservoir, remaining for inflation is ( 1 50 ± 3) mm; 

d) pressure- and volume-measuring equipment capable of: 

1) a maximum permissible limit of error of ± 3 % for volumes greater than 10 dm^, whatever method is used to 
measure volume; 

2) measuring the pressure at burst of the condom with a maximum permissible limit of error of ± 0.05 kPa. 

G.2.2 Clamping device, for example a clamping ring, having no sharp edges or protrusions. 

The recommended material of construction is transparent plastic. The clamping ring should not stretch the condom 
as the clamping ring is placed onto its mount. 

When used with an air-inflated cuff mount, the clamping ring should have a internal diameter of 36 mm to 40 mm, 
recommended height 50 mm and extend no more than 3 mm above the air-inflated cuff. The cuff should deflate to 
such a diameter that the condom freely rolls over it. 

G.2.3 Inflation cabinet, having a facility for viewing the condom during inflation, and of sufficient size to allow the 
condom to expand freely without touching any part of the cabinet. 

G.3 Procedure 

G.3.1 Carry out the test under controlled temperature of (25 ± 5) ""C. 

G.3.2 t\^ove the condom inside the package such that it is away from the area where the package is to be torn. Tear 
the package and remove the condom. 

In no circumstances use scissors or other sharp instruments to open the package. 
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Dimensions in nnillimelres 



025 



Key 

1 Condom 

2 Cord 

3 Flexible expansion cuff 

4 Clamping collar of clear plastics 

5 Air miet for testing 

6 Air inlet for keeping condom in place 

7 To pressure-measuring device 





A-A 




X 



Figure G.1 — Example of suitable apparatus for determining bursting characteristics 
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G.3.3 It is recommended that suitable gloves or finger cots t>e worn while handling the condom. In cases of dispute, 
gloves shall be worn. 

G.3.4 Unroll the condom ensuring that It is not excessively stretched in any direction. 
NOTE The condom may be unrolled directly onto the rod on the test equipment. 

G.3.5 Hang the condom on the rod [G.2.1 c)] and affix to the mount {G.2.2). Take care when placing the clamping 
ring on its mount to avoid damaging or stretching the condom. Inflate with air at a rate of (0,4 to 0,5) dm^/s 
[(24 to 30) dm^/min]. Check to ensure that the condom expands and that there are no obvious leaks. 

If the condom exhibits any obvious leaks, or leaks are detected during the inflation, discontinue the test. The condom 
is deemed to fail the test, and the bursting volume and pressure are recorded as zero. 

G.3.6 If the condom does not leak, measure and record the bursting volume, in cubic decimetres rounded to the 
nearest 0,5 dm^, and the bursting pressure, in kilopascals rounded to the nearest 0,05 kPa. 

G.4 Expression of results 

The test report shall include elements from annex N and the bursting volume and bursting pressure of each tested 
condom. 
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Annex H 

(normative) 

Oven treatment for condoms 



H.I Principle 

Oven treatment is used to condition condoms for lot testing and for shelf-life determination. This annex describes the 
method for oven treatment. 

H.2 Apparatus 

H.2.1 Oven, of either type specified in ISO 188 but air circulation and suspension of the individual packages, as 
indicated in ISO 188, are not required. 

H.3 Preparation of condoms for test 

Before testing, rubber condoms shall be conditioned in their original individual packages (i.e. remove the individual 
container from the consumer and/or outer packaging before conditioning). 

H.4 Procedure 

H.4.1 Condition the condoms in an oven at the temperature stipulated in the relevant clause or annex of this 
International Standard. 

Rubber condoms shall be mounted so as to minimize direct contact of the specimens with the heated surfaces, 
especially the base of the oven, and thus ensure even heating of the rubber condoms during oven ageing. 

H.4.2 Remove the condoms from the oven after the time stipulated in the relevant clause or annex of this 
International Standard, and keep the packages at (25 t 5) C until tested. 

H.4.3 Within 96 h but not sooner than 12 h after removal from the oven, determine bursting volume and pressure in 
accordance with annex G. 
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Annex I 

(normative) 

Determination of force and elongation at break of test pieces of condoms 



1.1 Principle 

A test piece is cut from a condom and stretched it until it breal<s; the force and elongation at break can be measured. 
For the purposes of this International Standard, only the force at break requirement related to 6.3 is applicable. (See 
rationale in annex P.) 

1.2 Apparatus 

1.2.1 Cutting die, consisting of two parallel knives (20 ± 0,1 ) mm apart set in a press above a suitable board. The 
length of the cutting edge of each knife shall be not less than 70 mm. 

1.2.2 Tensile testing machine, capable of an essentially constant rate of traverse and complying with the following 
requirements: 

a) capable of equalizing the stress within a specimen, either by rotating one roller mechanically at a rotation 
frequency of approximately 7 min~' or by lubricating the cylindrical surfaces of the rollers with a material that 
does not affect the latex film. A suitable lubricant is silicone fluid of viscosity 2 x 1 0"" m^ • s^ ' (200 cSt); 

b) capable of determining the breaking load in the range N to 200 N. Maximum permissible values: accuracy 
± 1 %, repeatability 1 %, reversibility 1 ,5 %, zero ± 1 and with a machine resolution of 0,5 %; 

c) having a roller separation speed of (8,5 ± 0,8) mm/s [(500 ± 50) mm/min]; 

d) having manual or preferably automatic recording of the separation distance of the rollers and of the load during 
the test. 

1.3 Preparation of test specimen 

1.3.1 Move the condom inside the package such that it is away from the area where the package is to be torn.Tear 
the package and remove the condom. 

Under no circumstances use scissors or other sharp instruments to open the package. 

1.3.2 Unroll the condom ensuring that it is not excessively stretched in any direction. 

1.3.3 Lay the condom flat with its length at right angles to the cutting edge of the die (1.2.1). Obtain the test piece by 
cutting the condom with one stroke of the press if possible, taking the test piece from a parallel-sided, non-textured 
region including the portion 80 mm from the open end. If the portion 80 mm from the open end is not parallel-sided or 
is textured, take the test piece from an adjacent parallel-sided, non-textured region. If no region of the condom is 
parallel-sided and non-textured, take the test piece from the region 80 mm from the open end. 

1.3.4 Lay the test piece flat and put the ruler on top and measure, to the nearest 0,5 mm, the distance between the 
two folded edges. Lubricants may be removed and suitable powders may be added to avoid sticking. Extra care shall 
be taken when cutting the samples, and each sample should be inspected t>efore testing to make sure that there are 
no nicks or other edge defects that could give rise to poor results. (See rationale in annex P.) 

1.4 Procedure 

1.4.1 Carry out the test under controlled conditions of (25 ± 5) °C and (55 ± 15) % relative humkiity. 
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1.4.2 Place the test piece over the rollers of the tensile testirig machine (1.2.2) and stretch it until it breaks. 

1.4.3 At break, record the load, to the nearest 0,5 N, and the separation distance, to the nearest millimetre, between 
the centres of the rollers. 

1.5 Calculation of results 

1.5.1 Record the force at break (Ft,) in newtons. 

1.5.2 When requested, calculate elongation at break {E) as a percentage of each test piece by using the following 
expression: 

- X 100 



/2 



where 



/t is the length of the test piece, in millimetres, rounded to the nearest millimetre, in contact with the rollers 

(equal to 47 mm with rollers of diameter 15 mm); 

d is the final distance, in millimetres, between the centres of the rollers; 

^2 is the original perimeter of the test piece, in millimetres (twice the distance obtained in 1.3.4). 

Round the result to \he nearest 10 %. 

NOTE The tensile strength can be cateulated from the following formula: Tensile strength (MPa) = 0,933 Ft ■ w ■ m where Fa 
is the force at break (newtons), w is the mean flat width (millimetres), and m is the mass (milligrams) of the test piece; and round 
to the nearest 0,1 MPa. 
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Annex J 

(normative) 

Determination of shelf life by real-time stability studies 



J.I Principle 

Packaged condoms are conditioned at 30 "C for the intended shelf-life period and then burst volume and pressure 
tested for compliance with 6.1. Small samples are removed and inflation tested periodically to monitor changes 
during the ageing period. 

For purposes of this International Standard, oven conditioning at 30 °C has been selected to accommodate storage 
conditions w/orld-wide. 

J.2 Procedure 

J.2.1 General 

After determining compliance with clauses, 6.1, 6.2, clauses 8 and 9, sufficient condoms shall be placed in a 
controlled environment and conditioned to 

a) assess mean and standard deviation of air burst values (32 condoms per interval) at intervals of 1 year or less, 
and 

b) carry out tests for compliance with 6. 1 at the end of the intended shelf life, or earlier where warranted by changes 
in the above data, in accordance with the sampling plans given in annex B. 

Shelf life shall be confirmed if condoms meet the requirements of 6.1 after storage for a period equal to the intended 
shelf-life claim. 

J.2.2 Testing 

a) Test three lots of condoms packed in their respective individual containers for compliance with clause 5, 6. 1 , 6.2, 
clauses 8 and 9, using the sampling plans given in annex B. 

b) Conditioning according to annex H shall be carried out at (30 ± 2) °C in a controlled environment. 

c) Condition sufficient condoms per lot to allow: 

1) at least 32 condoms to be tested at intervals of one year or less over the duration of the proposed shelf-life 
period (suggested minimum 200 condoms). 

2) sufficient additional condoms to allow bursting volume and pressure to be assessed at the end of the 
proposed shelf-life period for compliance with 6.1 using the sample sizes given in annex B. 

It IS strongly recommended that additional condoms be conditioned as spares in case there is a need for any 
retesting or in case additional timepoints are required. 

d) Remove condoms (at least 32 per lot) from the controlled environment at intervals of one year or less. 

e) Determine bursting volume and pressure according to annex G. 

f) Plot the mean and standard deviation of the bursting pressure and volume against time for each lot. 

g) At the end of the proposed shelf-life period, or if the mean and standard deviation of the burst properties as 
monitored in f) above deteriorate to the point where the condoms may be approaching the limit of complying with 
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the air burst requirements of 6.1, test sufficient condoms per lot using the sampling plan in annex B for bursting 
volume and pressure according to annex G. Assess compliance with the air burst requirements of 6.1 . 

NOTE The condoms should be considered to be at risk of approaching the limits of compliance with air burst requirements 
when the difference between the mean and the limit in 6. 1 is less than 2 to 3 standard deviations. 

h) Assess compliance with 6.1 . 

J.3 Confirmation of shetf-life claim 

Upon completion of J.2, the shelf-life claim shall be up to that period, not to exceed 5 years, for which the condoms 
have complied with the requirements of 6.1 of ISO 4074. 

If the labelled shelf life is more than the confirmed shelf life, adjust the shelf-life claim and notify the regulatory 
authorities and direct purchasers. 

J.4 Test report 

The test report shall include the requirements of annex F in the form specified by annex N and: 

a) the plot of bursting pressure and volume against time, as determined according to J.2. 2 f); 

b) number of nonconforming units and distribution curves, as determined according to J. 2. 2 h); 

c) the confirmed shelf-life claim. 

Interim test reports shall be made available to appropriate regulatory bodies on request, to document that the real- 
tinne study has begun. 
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Annex K 

(informative) 

Guidance on conducting and analysing accelerated ageing studies 



K.1 Principle 

Accelerated ageing studies can be used to estimate provisiona! She" live?: This annex describes a general protocol 
that may be used for conducting accelerated aging studies to estimate shelf life for market introduction while real time 
studies are in progress. It also offers guidelines on analysing these studies to predict shelf life. 

K.2 Procedure for conducting accelerated ageing studies 

Condition condoms from three production lots in ovens at selected temperatures in accordance with annex H. At 
appropriate time intervals, remove samples of condoms from the oven, and determine the air bursting properties 
according to annex G. It is recommended that a minimum of four elevated temperatures be used. Temperatures 
higher than 80 "C are not advised. A minimum of five time points at each temperature is recommended and the study 
should continue for at least 1 20 days and preferably 1 80 days. It is recommended that at least 32 condoms be tested 
at each time/temperature point. 

If the results are to be compared with those for a condom for which real-time stability data is available, then 
equivalent samples of that condom should be conditioned at the same time. 

If data in support of minimum stability requirements (7.1) are to be extracted from the study, the selected 
temperatures should include 50 °C and 70° C. 

K.3 Analysis of accelerated ageing data to estimate provisional shelf-life 

At the date of publication of this International Standard, no single method of analysis was sufficiently validated or 
widely used to justify its designation as a standard method. Several approaches to the analysis of non-linear 
Arrhenius-type plots have been explored. It is anticipated that as manufacturers and regulatory agencies accumulate 
real-time data, a consensus method for the next revision of this International Standard will be developed. 

Meanwhile, the results of accelerated ageing data may be analysed by a numt)er of methods or as stipulated by the 
msniifacturer's regulatory authority One method is described in detail in K.5. Another method has been published as 
the P&K meihcc! {27]. Yet another method is to compare the rates of change of burst properties with those of a 
condom of similar tormulation for which the shelf life has already been determined by a real-time study. 
Manufacturers are not limited to these specific methods and are encouraged to investigate these and other methods. 

K.4 Test of shelf-life estimates 

Once the shelf life of the condom has been estimated, it is necessary to confirm that condoms selected from thrss 
lots will be able to comply with the requirements of 6.1 after completion of the thermal challenge equivaient to the 
proposed shelf life at 30 °C. For convenience the ageing temperatures can be selected as 70 °C and 50 °C and, 
providing the ageing periods at these temperatures equal or exceed 7 days at 70 °C and 90 days at 50 "C, then this 
test can also be used to verify the requirements of 7.1. 

a) Select a set of accelerated ageing conditions equivalent to the estimated shelf life at the proposed climatic 
temperature. The ageing conditions should be chosen with a view to replicating the mode of faHure at 30 °C that 
is predicted by the stability study. 

b) Take samples of condoms packaged in individually sealed containers from ^»se lots. The same three tots shouid 
be used as for the accelerated ageing study Condition the samples according to annex H at the selected ageing 
temperature for the selected time. Test the samples for compliance with the air burst requirements defined in 6.1. 
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K.5.2 Procedure for constructing time-temperature superposition plots 

Use shift factor values, aj, from Table K.1 or calculate them from equation (K.1) for each ageing temperature using 
30 °C as the reference temperature and 83 kJ/mol as the activation energy. 

a) For each set of ageing data, i.e. combination of time and temperature, calculate the transformed time by 
multiplying the time value by the shift factor, aj, appropriate for that ageing temperature. 

b) Plot the mean air burst properties (pressure, volume and p ■ V) against the appropriate transformed times. Each 
property should be plotted on a separate graph. 

c) To facilitate subsequent interpretation of the graphs, standard deviations can be included in the plots. 
Superposition plots showing the number of non-conforming condoms at each time point can also be informative. 

d) Estimate the shelf-tife period from the graphs and knowledge of the variance or standard deviation of the sample 
populations. The shelf-life period is the time required at 30 °C for the burst pressure or burst volume to fail to the 
limiting value where the condoms will still be in compliance with the air burst requirements of 6.1 . The following 
results are possible. 

1) A single master curve is obtained (most probably for p- V') and the relevant values of the appropriate 
bursting properties can be simply read from the graphs at the end of the proposed shelf-life period. 

2) No master curve is obtained (the individual curves for each temperature do not superpose). In these 
circumstances it may still be possible to make predictions about the values of the burst properties — at the 
end of the proposed shelf-life period by investigating the trends in the curves. For example, the' estimated 
value of the burst properties for each individual ageing temperature at the end of the proposed shelf life can 
be plotted against that ageing temperature. If these plots give consistent trends, then the burst properties at 
the proposed climatic temperature can be estimated by extrapolation. Where such methods are used to make 
predictions, a full justification is required to support the conclusions that have been reached. 

K.5.3 Test of shelf-life estimates based upon Arrhenius shift factors 

a) Select a set of accelerated ageing conditions equivalent to the estimated shelf life at 30 °C. This is most easily 
achieved by using the Arrhenius shift factors to calculate the ageing times at the proposed ageing temperatures. 
The shift factors are based on an activation energy of 83 kJ/mol. The ageing conditions should be chosen with a 
view to replicating the mode of failure at 30 °C that is predicted by the stability study 

b) Take samples of condoms from three lots in accordance with annex B. Condition the samples according to 
annex H at the selected ageing temperature for the selected time. Test the samples for compliance with the air 
burst requirements defined in 6.1. 

The provisional shelf-life claim shall be up to that period, not to exceed five years, for which the condoms have 
complied with the requirements of 6.1. 
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Annex L 

(normative) 

Testing for holes 



L.1 General 

This annex specifies two alternative methods of equal validity for testing natural rubber latex condoms for holes, the 
water leak test and the electrical test. 

L.2 Water leak test 

L.2.1 Principle 

Filling of the condom with a specified volume of water and examining for visible water leakage through the wall of the 
suspended condom. In the absence of any leakage the condom is then rolled on coloured absorbent paper which is 
subsequently examined for signs of leakage of water from the condom. 

L.2.2 Apparatus 

L.2.2.1 Mounting equipment, suitable for mounting the condom at its open end, allowing it to be freely suspended, 
with a means of filling the condom with water while it is suspended. An example of a suitable mount is shown in 
Figure L.1 . 

L.2.2.2 Coloured absorbent paper. 

L.2.2.3 Rolling device (optional), incorporating a smooth transparent plate. It can be placed at a fixed height of 
(30 ± 5) mm above and parallel to the absorbent paper, where its horizontal movement will roll the condom back 
and forth. 

The plate, if used, shall turn the condom through at least one complete revolution, when it is moved through its travel. 

L.2.2.4 Clamping device (optional), suitable for holding closed the twisted open end of a condom, and preventing 
it from leaking, without causing damage to the part to be rolled on absorbent paper. An example is a sprung paper 
clip. 

L.2.3 Procedure 

L.2.3.1 Move the condom inside the package such that it is away from the area where the package is to be torn. 
Tear the package and remove the condom. 

In no circumstances use scissors or other sharp instruments to open the package. 

Wear suitable gloves or finger cots while handling the condom. 

L2.3.2 Unroll the condom ensuring that it is not excessively stretched in any direction. If any hole or tear is noticed, 
that condom shall be deemed non-compliant and further testing of that condom shall be discontinued. (See rationale 
in annex P.) 

L.2.3.3 Record condoms with other visible defects, namely: Broken, missing or severely distorted rim and 
permanent creases with adhesion of the film. 
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Dimensions in miUimetres 





Key 

1 
2 



Well-rounded edge 
Rubber ring 



Figure L.I — Suitable mount 



L.2.3.4 Fit the open end of the condom onto the mount so that the condom is suspended open end lijjwards. 

L.2.3.5 Add (300 ± 10) cm^ of water at a temperature between 10 "C and 40 "C and make sure that the humidity 
in the ambient air does not condense on the outside of the condom. Inspect the condom for visible signs of leakage. 
Deem as failed any condom exhibiting visible signs of leakage from holes located more than 25 mm (determined to 
an accuracy of 1 mm) from the open end and discontinue the test. Holes found near the open end shall be marked, 
and measured after the condom is emptied to determine whether they are more than 25 mm from the open end. 

If, because of lack of distension of the condom, it is not possible for 300 ml of water to be contained within the 
condom, permit the remainder of the water to form a pressure head within the filling system. 

L.2.3.6 If there is no visible leakage through the condom after suspension, take hold of the condom by the closed 
end, and, if necessary, gently stretch the condom to displace the water from the open end. Seal the condom by 
twisting it at a point less than 25 mm from the open end, for approximately 1,5 revolutions, and remove it from the 
mount. Hold the end closed with one hand, or with a suitable clamping device (L.2.2.4). 

L.2.3.7 Transfer the condom onto a dry sheet of absorbent paper, and roil the closed end around at least one 
revolution on the paper, keeping the hand applying the motion and pressure at a distance of 25 mm to 35 mm above 
the paper. Then lay the condom on the absorbent paper, with the axis of the cylinder thus formed parallel to the 
paper. 
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L2.3.8 Roll the condom back and forth at least once for a distance at least equal to the circumference of the 
condom in its water-filled condition, using one of the two methods below. 

a) Manual rolling 

During rolling, spread the fingers of the hand so as to distribute the force on the condom as equally as possible. 
Maintain the hand at a distance of 25 mm to 35 mm above the absorbent paper. Move the hand with respect to 
the condom so that the condom as a whole is subjected to hand pressure and comes in contact with the 
absortient paper. 

b) Mechanically assisted rolling 

Place the condom on the paper, and use the rolling device in L.2.2.3 to move the condom through at least one 
complete revolution. 

The condom may be rolled through more than one revolution in order to verify whether or not there is leakage 
present. It is intended that the number of revolutions be small, and in no case greater than 10 over both pieces of 
absorbent paper 

NOTE Steps L.2.3.7 and L.2.3.8 may be conducted in any order For lubricated condoms, the rolling may be done twice on two 
separate sheets of absortsent paper, to eliminate confusion between marks made by the lubricant and those made by the water, 

L.2.3.9 Inspect the paper for any sign of leakage of water from the condom. Ignore any marks made by the 
lubricant. Holes found near the open end shall be marked, and their location measured after being emptied to verify 
that they are more than 25 mm from the open end. Condoms with holes more than 25 mm from the open end shall 
be deemed non-compliant. 

L.3 Electrical test 

L.3.1 Principle 

The condoms are initially screened electrically to detect holes. A condom which has no holes acts as an insulator 
and allows no current to flow in an electrical circuit. A condom with a hole will allow a current to pass. 

Condoms which fail the electrical test are then tested by rolling on coloured absorbent paper to confirm the presence 
or absence of a hole. 

L.3.2 Apparatus 

L.3.2.1 Electrical testing equipment, for example as shown in Figures L.2 and L.3. 

The parameters are: voltage (10 ± 0,1 ) V; resistance (10 ± 0,5) kO; accuracy of the voltmeter ± 3 mV. 

L.3.2.2 Electrolyte solution, consisting of an aqueous sodium chloride solution [pNaci = 10 g/l] at (25 ± 5) °C, is 
recommended but a solution of suitable electrolyte with equivalent conductivity may be used as an alternative (e.g. 
PNa,so. = (15.4 ±1,0) g/l]. 

L.3.3 Procedure 

L.3.3.1 Move the condom inside the package such that it is away from the area where the package is to be torn. 
Tear the package and remove the condom. 

In no circumstances use scissors or other sharp instruments to open the package. 

Wear suitable gloves or finger cots while handling the condom. 

L.3.3.2 Unroll the condom ensuring that it is not excessiwiy stretched in any direction. 
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7 6 




Key 




1 


Support (see Figure L.3) 


2 


Condom filled with electrolyte fixed on support 


3 


Electrode fixed to support 


4 


Container witfi electrolyte 


5 


Electrode 


6 


10 kS2 resistor 


7 


Stable 10 V voltage supply 


8 


Voltmeter 



Figure L.2 — Diagram of equipment for electrical test 

L.3.3.3 Examine the condom visually under normal or corrected vision. Deem as failed any condom which exhibits 
a visible hole or tear, and discontinue the test. 

L.3.3.4 Record condoms with other visible defects, namely a broken, missing or severely distorted rim and 
permanent creases w/ith adhesion of the film. 

L.3.3.5 Fit the open end of the condom onto the mount (L.3.2.1) so that the condom is suspended open end 
upw^ards. 

L.3.3.6 Add (200 ± 10) ml electrolyte (L.3.2.2) to the condom. Inspect for visible electrolyte leakage. Deem as 
failed any condom which exhibits visible leakage. Submerge the non-leaking condom In a container also containing 
electrolyte such that all but at least 25 mm from the open end is submerged. Apply a 10 V stabilized continuous 
voltage source in series with a 10 kfJ liigh precision electrical resistance between the electrode in the container and 
the electrode inside the condom. 

Measure the voltage at the resistor after (10 J: 2) s. Record the result. 

If a voltage equal to or greater than 50 mV is recorded, empty the condom and subject the condom to the water test 
as described in L.2 3.4 to L. 2.3.9, or test the condom according to L.3.3.7. 

L.3.3.7 Add sufficient electrolyte/water to make the volume within the condom (300 ± 10) ml. Seal the open end of 
the condom by twisting the condom for approximately 1,5 revolutions and remove the condom from the mount. 
Remove the excess electrolyte by wiping the condom with a soft cloth or by gentle rolling on absort)ent paper. 
Subject the condom to the water test as descnbed in L.2-3.7 to L.2.3.9. 
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Dimensions in millimetres 



070 




Rgure L.3 — Examples of means of attaching the condom to the support 

L.4 Expression of results 

The test report shall include elements from annex N and the following particulars: 

a) the number of condoms exhibiting a visible hole or fear before mounting on the apparatus; the number of 
condoms exhibiting a voltage equal to or greater than 50 mV (In the case of the electrical test); 

b) the number of condoms with leaks observable on the apparatus, which when measured are located more than 
25 mm from the open end (in the case of the visual test); 

c) the number of condoms which showed signs of leakage on rolling, which when measured are located more than 
25 mm from the of)en end; 

d) the number of condoms with visible defects other than holes or tears, and the nature of the defects. 
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Annex M 

(normative) 

Tests for package integrity 



M.1 General 

Package integrity refers to the possibility of breaches in sealed individual condom containers that may result in the 
leakage of lubricant. Such breaches will also cause the package to be permeable to oxygen. However, the test given 
in this annex cannot detect leakage due to microporosity or gas permeability of the materials used to construct the 
individual containers. Consequently, this test can be used only to detect leaks large enough to allow leakage of 
lubricant. 

Several tests are under development. Pending conclusive validation that new tests provide greater sensitivity or 
consistency, package integrity shall be measured according to the following protocol using a vacuum level 
corresponding to (20 ± 5) kPa absolute pressure. 

Some leaks may not be detected by this procedure. Positive pressure inside the condom container after the vacuum 
is drawn may force the lubricant, if present, to plug small leaks. The size of the leak that can be detected is 
dependent upon the lubricant and the nature of the packaging material. 

M.2 Test method 

M.2.1 Apparatus 

M.2.1.1 Vacuum chamber, capable of withstanding approximately one atmosphere pressure differential, fitted with 
a vacuum pump, a vacuum gauge and the possibility to inspect the interior during the test. (See rationale in annex P.) 

M.2.2 Reagent 

M.2.2.1 Immersion fluid (water), treated w(th a wetting agent (such as dishwashing liquid). 

M.2.3 Sampling 

Use special inspection level S-3. 

M.2.4 Test specimen 

Condoms in their individual containers. 

M.2.5 Conditioning 

The test specimens and test fluid shall be at equilibnum with normal room temperature. 

M.2.6 Procedure 

Submerge the individual condom containers m water contained ,n a vessel within the vacuurn chamber. The 
uppermost surface of the containers shall be covered by not less than 25 mm of water. If a dye is added to the water, 
leakage of water into the container will be easier to detect. 
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Two or more containers may be tested at the same time, provided that they are placed in such a manner that all parts 
of every container under test can be observed for leakage during the test. 

Evacuate the chamber to an absolute pressure of (20 ± 5) kPa. As the vacuum increases, observe the condom 
containers for leakage in the form of a steady progression of bubbles. Isolated bubbles caused by entrapped air are 
not considered as leaks. Flexible packaging with little or no headspace cannot be reliably evaluated with this test 
method. 

Hold the vacuum for 1 min. Release the vacuum, remove the lid, and examine the condom containers for the 
presence of water inside. 

M.2.7 Interpretation of results 

If there are bubbles indicating leaks in a condom container as the vacuum increases, or when held at specified 
vacuum, then the specimen fails the tests. 

If the test fluid is visible inside a container, the container fails the test. 

If there are no bubbles observed indicating leaks, and if no test fluid is visible inside a container, the container passes 
the test. 

M.2.8 Test report 

The test report shall include the elements of annex N and the following particulars: 

a) the numbers of containers with detected leaks from air-bubbles; 

b) the numbers of containers with detected leaks of fluid inside the container 
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Annex N 

(normative) 

Test report 



The test report shall contain at least the following information: 

a) name and address of the test laboratory; 

b) name and address of the client; 

c) identification of the test report; 

d) identification of the sample (sample size, lot number and lot size); 

e) origin of the sample, date of the sample's arrival lo the laboratory and identity of the responsitile party who has 
taken the sample; 

f) a reference to this International Standard and the relevant annexes; 

g) description of all deviations from this International Standard; 
h) results according to relevant annexes; 

i) measurement error, if available; 

j) date of the test report and the signature and title of the person(s) responsible for the report. 

Normally it is recommended that condoms used in testing be destroyed after testing. Sometimes condoms need to 
be kept to demonstrate particular problems. Thus it is important that the condoms be marked or stored in such a way 
that unintentional use is prevented. 
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Annex O 

(informative) 

Calibration of air inflation equipment for determination of burst volume 

and pressure 



0.1 System check algorithm 

Due to the diversity of equipment used by different laboratories, it Is not practical to define all calibration and 
verification procedures. 

The steps described in 0.2 to 0.1 and listed in Figure O.I , if performed in order, are an example of suitable system 
checks for verification, audit and calibration which apply to many systems. The algorithm may need to be adapted to 
suit individual equipment configurations. Some systems may benefit from the installation of additional equipment, 
such as tees, isolating valves or manual control switches, to facilitate system checking. 

In-house calibrations should be done at appropriate intervals, or whenever there Is a reason to doubt the reading on 
an instrument. 

0.2 Clamp slip force check 

This test ensures that the condom length does not vary significantly during inflation and consists of marking a 
condom as close as possible to the top of the collar, inflating the condom until It Is near to burst, bursting it with a pin 
near the reservoir, and observing whether the mark has moved. 

0.3 Inflation length check 

This is a measurement, either on the test head or on the length-measuring mandrel, that verifies that 150 mm of 
condom is being inflated, i.e. that the length limiter is properly set, that the condom Is not stretched by the clamping 
equipment, and that it is not being blown out of position before the clamp grips it. 

0.4 Cuff leak check 

This is a check that inflated cuffs do not leak air, especially into the condom. If the cuff and the air supply can be 
actuated separately, it is possible to check the cuff by turning on the air supply. Isolating the cuff, and then observing 
it to see that It Is still Inflated after, say, 5 min. 

0.5 Air supply leak check 

This step checks that there are no leaks in the air supply system or the pressure-sensing system that would cause 
an error in the measured volume. 

0.6 Pressure gauge calibration 

Pressure gauges or transducers can be checked regularly against a reference meter, connected in parallel with the 
gauge or transducer. A convenient and accurate reference is a water-tube manometer. The whole range of pressures 
encountered should be checked, either by placing a variable constriction over the test head or by inflating a condom 
(or two, one over the other) in stages. 
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Clamp slip force check 
















Inflation length check 
















Cuff leak check 












Air supply leak check 






1 






Pressure calibration 


















Volume meter calibration or 
calibration of in-line rotameters 






1 




Flowrate calculation and adjustment 

(correction for pressure drops, 

temperature changes) 












Timer check 












Verification of automatic 
recording 





NOTE Some items, such as elimination of leaks, are a prerequisite to others, such as calibration of volume and pressure 
readings, but others, such as timer checking, inflation length and verification of automatic recording, can be done independently 
of most other checks. 

Figure 0.1 — List of periodic checks 



0.7 Air flowrate adjustment and calibration 

If the system relies on timing the inflation and multiplying by the flowrate. the flowrate needs to be known accurately: 
if. however, total volume is measured, it needs only to be within the stipulated range. It is advisable to set the flowrate 
around the centre of the allowable range, to allow for fluctuations due to ambient conditions. 

Flowrate calibration is conveniently carried out using a suitable variable-area flowmeter (rotameter) calibrated 
against a certified instrument. Rotameters are simple in construction, having few moving parts, and much of the 
critical equipment inside the meter is directly visible to the user. Volume meters can also be used. 
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The calibrating m^ter should be attached directly to the condom test head, where the condoms are normally 
mounted. Suitable stands and connecting hoses (with minimal pressure drop) may be necessary. If there is no 
permanent in-line meter, it is important to verify that the connection of the meter does not alter the flowrate 
significantly. 

Changes in ambient conditions may affect the flowrate slightly, and on systems that rely on elapse of time to burst, 
flowrate should be checked and recalculated twice daily, and whenever there are major weather changes. 

0.8 In-line volume or flowrate meter calibration 

For systems equipped with an in-line volume meter (for example, a diaphragm meter or a turbine meter), the meter's 
accuracy can be checked against the rotameter (or other reference meter) cited above. The test defines volume as 
the quantity of air delivered to the condom, and either it must thus be measured at the test head, or a correction must 
be made (using the ideal gas law) for any expansion between the volume meter andthe test head. The pressure drop 
between the volume meter and the test head should be ascertained by a pressure gauge at the volume meter. 

In-line rotameters, like calibrating rotameters, are governed by the rotameter equation. A correction must-be made for 
the pressure and temperature under which the rotameter is operating, and for the expansion between the in-line 
meter and the test head. 

0.9 Timer check 

Stopwatches or electric timers should be checked against nationally certified timers (for example, telephone clocks 
or broadcast time signals). 

0.10 Verification of automatic recording 

On systems where results (of pressures, volumes or times) are recorded automatically using computers or other 
equipment, it is necessary to check that the quantities recorded are actually those current at the time of burst. This 
must be done for each test head in the system. The burst volume (or time, as appropriate to the system) and the 
burst pressure should be observed for five condoms on each head. The results should be compared with the 
automatically recorded values. 

0.1 1 Important equations 

If a gas experiences a drop in pressure as it flows, it will expand. The flowrate and the pressure are related by the 
ideal gas law: 

Pi -gi =P2 92 (O.I) 

where 

p, and q, are the pressure and flowrate at point 1 in the system; 

Pz and Qz are the pressure and volume at point 2. 

The reading on a rotameter depends on the pressure and temperature of the gas flowing through it. If a rotameter is 
calibrated at pressure po and temperature % but the actual conditions where the measurement Is being made are 
Pm and Tm then the true flowrate, Q, is related to the flowrate indicated, q, by the following equation: 




Pm • io 
NOTE All pressures in the above equation are absolute pressures 
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Annex P 

(informative) 

Rationale 



P.I General 



With the exception of the tests for stability and shelf life described in clause 7, this International Standard does not 
require that a manufacturer perform any of the tests. Rather, the Quality System must assure that the products meet 
the requirements set in this International Standard when tested by a third party, using the specified test methods. In 
practice, most manufacturers test samples of their finished products by the methods in this International Standard or 
use other validated methods in order to ensure that the products meet the requirements given. The test methods can 
also be useful when manufacturers create their quality management systems. 

Test methods intended for third party verification of the quality of isolated lots are included in this International 
Standard. 

This International Standard introduces a requirement for manufacturers to estimate the shelf life of any new or 
modified product and to Initiate real-time ageing studies before placing the product on the market. Provision is made 
through accelerated stability studies to allow manufacturers to introduce new products in a timely manner while 
ensuring that there is ongoing surveillance through the real-time stability studies to confirm shelf-life claims. 
Technical details on stability and shelf-life requirements are described in clause 7. 

Certain elements of this International Standard (Introduction and clause 11) indicate requirements yet do not specify 
measurement parameters, limits or test method. These requirements shall be addressed by tfve manufacturer's 
quality system. 

P.2 5.3.2 and 6.1 

Measurements of width are made at two different locations on the condom. In 5.3.2 the width is measured to define 
size. This is important for the safety of the consumer, to avoid the condom slipping off the penis in use. For this 
reason the width is measured within 35 mm of the open end. In 6.1, the width is measured at the midpoint of the 
condom for use in determining the minimum bursting volume. The measurement is done at the midpoint to ensure 
that the most appropriate requirement for bursting volume is chosen. If the condom is parallel-sided, the value for 
width determined according to 5.3.2 may be used in 6.1. 

The marking of 75 mm from the closed end, as required in 6.1 , may be done at the time that the condom is placed on 
the mandrel. 

P.3 6.3 Requirements for products proclaiming "extra strength" 

In many countries some types of condom are described as "extra strong", "extra strength", "hyper-safe", etc. "Extra- 
strong" condoms are sometimes recommended for anal sex. To avoid this claim being nrade for regular condoms, this 
International Standard imposes an additional requirement on condoms claiming to be "extra strong". 

The force at break, as measured by a tensile test, shall exceed 100 N, compared to ca. 70 N, whk:h is a typical >«lue 
for regular condoms 100 N is an empirical value based on tests conducted on "extra strong condonw availaWe in 
the major markets. The value 2.0 kPa was also chosen in the same way to discriminate from regular' condoms in 
conjunction with the tensile test. 

The extra strength requirement in this International Standard typically indk:ates that the condomis thicker 
Insufficent comparati^ clinical studies have been conducted to determine whett>er or not thK*er cond^ break 
less in use. "Ext^a strong" condoms may be perceived as being less sensitive and therefore less accepteWe tosome 
users. Nevertheless o"her users prefer this type of product. Therefore, add.tK^nal requirements have been added for 
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this type of product, including requirements for clinical evaluation of tfie performance or additional labelling 
Information. 

P.4 Clause? 

Tests for shelf life and stability are new requirements introduced in this edition. These tests should not be confused 
with the European Type examination, performed by a third party, which is a pre-marl<et regulatory procedure. The 
tests in clause 7 shall be regarded as part of the manufacturer's pre-marketing approval system for new/ products. 
The real-time study is intended to validate any results obtained from accelerated ageing studies. The requirements in 
clause 7 are intended to avoid unnecessary testing and help the manufacturer to prepare one set of documentation 
for all markets. 

Stability studies and shelf-life estimates shall be conducted at or referenced to 30 °C since studies have shown that 
this Is the mean kinetic temperature of tropical climates and is therefore suitable for condoms intended to be 
distributed to any part of the world. ISO/TC 157 believes that since manufacturers may not be able to control the 
ultimate destination of their products, the most stringent requirements, i.e. tropical conditions, shall apply. 

P.5 Clause 11 

a) 11.1 

The requirements relating to ink and the protection afforded to the condom by the containers and packages 
during transport, storage and opening shall be evaluated by the manufacturer on the basis of practical 
experience and consumer complaints and shall form a part of the manufacturers and/or distributors quality 
system. No specific test methods for packages, other than for package integrity in clause 1 0, are deemed 
necessary. For new designs of packages the manufacturer shall, on request, supply the regulatory authorities 
with a justification that the packages are adequate to ensure that the condoms meet the requirements in this 
standard after normal handling, transport and storage. It is assumed that the risk of damage to the condom 
duhng opening of the packages will be assessed during normal testing and will be reflected in the test results. 

tf condoms are supplied directly to consumers in individual containers then the individual container shall be 
regarded as a consumer package and shall meet all the labelling requirements. 

b) 11.2.2 a), 11.2.3 d) 

Depending on the regulatory system in the country wnere the condoms are marketed, action taken by a 
distributor such as marking (brand names), packaging or labelling may qualify him to be regarded as a 
manufacturer. 

c) 11.2.2 c) 

The format of the expiry date, month/year or year/month) does not matter as long as the requirements in the 
subclause are met. The intention of this subclause is to avoid any confusion because of different practices. 

d) 11.2-3.1 d) 
See 11.2.2. 

e) 1 1.2.4 d) 

The year of publication of the International Standard is not important if space is limited. The reason for stating the 
International Standard on the package is to indicate to the consumer that the condom meets high safety 
requirements in those markets where no regulations exist. 

P.6 C.4 Precision and bias 

Table P.l is based on an interiaboratory study on the accuracy of lubricant recovery from condoms with two 
lubncants — - silicone and polyethyleneglycol (PEG/N9) — tested by nine laboratories. 

NOTE The number of materials does not meet the minimum requirements for determining precision prescribed in ASTM Practice 
E691. 
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In both cases 400 mg of lubricant was applied to the condoms. The difference (recovered minus applied) was 
analysed. The results of this study will not necessarily apply to other lubricant doses. 

Table P.I — Lubricant recovery 



Lubricant type 


Average difference 

(Lubricant recovered - Lubricant applied) 
mg 


Standard deviation 

Sr SR 


Repeatability 

r 


Reproducibility 
R 


Standard silicone 


85 


23 


40 


64 


113 


PEG/N9 


83 


20 


37 


55 


104 



The average difference observed between lubricant applied and lubricant recovered is given in the 'Average 
difference" column of the table above. The figure is the bias of the method, that is, the method recovers 83 mg to 
85 mg more "lubricant" than was applied. 

Sr is the within-laboratory standard deviation of the average lubricant recovered; 

Sr is the between-laboratory standard deviation of the average lubricant recovered; 

r is the within-laboratory repeatability limit = 2,8 Sr', 

R is the between-laboratory reproducibility limit - 2,8 sr. 

Since single test results were obtained, R represents the variability obtained between different laboratories on test 
specimens taken at random from a single quantity of homogeneous material. 

The absolute difference between two single test results is expected to lie below R with a probability of 95 %. 

P.7 D.3.2 — Removal of lubricants 

An example of a procedure to remove lubricants is given below. 

a) Remove any lubricant or powder by washing with a suitable solvent such as propan-2-ol. Rinse the condom in a 
slurry of talc (fine grade) in a suitable solvent such as propan-2-ol (50 g/l). Dry the suspended specimen in a 
suitably ventilated space for at least 1 5 min. 

b) The closed end of the condom is removed to provide a suitably sized opening which allows free flow of air to dry 
the inside of the condom. 

c) Remove any excess talc by wiping. 

d) Allow the condom to dry thoroughly for at least 16 h at (23 ± 2) °C. and (50 ± 5) % relative humidity. 

P.8 E.3.2 

See P.7 for a procedure to remove lubricants. 

P.9 Annex I 

a) 1.1 

Annex I is partly used in this International Standard for the. verification of extra s»^«"ff''^^j;«j!^^,";^^5; 
elongation is informative maintained in this International Standard as there « a need to have standardized 
methods for purposes other than the requirements of this international Standard. 

b) 1.3.4 

See D.3.2 for a procedure to remove lubricants. 
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P.10 Annex L 

a) L.2 

Based on ASTM D 3078-94 [19]. 

b) L.2.3.2 

A visiWe hole or a tear near the open end may cause the condom to slip or break. Visible holes or tears are 
judged over the full length of the condom including the 25 mm from the open end. 

c) L.2.3.5 

Depending on the relative humidity, the difference in temperature between the room and the water in the condom 
condensation may occur on the condom surface. 
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NATIONAL ANNEX A 

{National Foreword) 

A-1 BIS CERTIFICATION MARKING 

The product may also be marked with the Standard Mark. 

A-1.1 The use of the Standard Mark is governed by the provisions of the Bureau of Indian Standards 
Act, 1986 and the Rules and Regulations made thereunder. The details of conditions under which the 
licence for the "use of the Standard Mark may be granted to manufacturers or producers may be obtained 
from the Bureau of Indian Standards. 
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TECHNICAL CORRIGENDUM 1 



Technical Corrigendum 1 to 180 4074:2002 was prepared by Technical Committee ISO/TC 157, Mechanical 
contraceptives. 



Page 1 

Clause 3 Terms and definitioiis 

Replace term and definition 3.1 with the following: 

3.1 

acceptance quality limit 

AQL 

quality level that is the worst tolerable process average when a continuing series of lots is submitted 
for acceptance sampling 

(ISO 2859-1 : 1999. definition 3.1 .26] 

NOTE Process average is also defined In ISO 2859-1 . 
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Page 4 

Subclause S.3.3 Thickness 

Replace the text of this sutxjiause with the following: 

If the thickness of the condom is specified, then the referee method for determination of thickness 
shall t>e as given in Annex F. 

Subclause 6.1 Untreated condoms 

Replace the first paragraph by the following text: 

When tested in accordance with Annex G, the bursting pressure shall be not less than 1,0 kPa 
(2.0 kPa for extra-strength condoms, see 6.3.2) and the bursting volume shall be not less than: 

Paged 

Subclause 6.3.2 Requirements for mechanical properties 

Replace the first paragraph by the following text: 

When tested In accordance with Annex G. the bursting pressure specified in 6.1 shall be increased to 
2.0 kPa. 



Sul)clause 6.3.3 Requirements for clinical data 

Replace the second paragraph by the following text: 

The dinicai data shall substantiate a statistically significant reduction in breakage rate for the extra- 
strength condom when compared to a reference, marketed condom from normal producfwn produced 
by the same manufacturer. The reference condom shall comply with the requirements of this 
International Standard (ISO 4074) and single-wall thnkness at the mki-body shall exceed 0.060 mm. 

In the third paragraph, delete the words "(in preparation)" after "ISO 16037'. 

Page 6 

Subclause 7.2 Minimum stability requirements 

Replace the second paragraph by the folkwving: 

Only tots meeting the requirements of Clause 5, Subclauses 6.1, 6.2. 6.3.2, and Clauses 8, 9 and 10 
shall be used for this test. 

In the third paragraph, replace "(168 ± 5) h" by "(1 68 ± 2) h". 

Page 17 

Clause F.I Principle 

In the second paragraph, replace "0,933 g/cm^" by "0.933 g/cm^" 
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Page 18 

Subclause F.3.8, NOTE 

Add the following sentence to the end of the note: 
This is not the referee method. 

Page 20 
Figure G.1 

In detail X, replace "/? 5" with 'R 0,5" 

Page 24 

Subclause 1.5.2, NOTE 

Replace the text of ttie existing Note by the following: 

NOTE The tensile strengtti, in megapascals, can be calculated from ttie following formula: 

Tensile strength (MPa) = p F^w nr'' 

where 

p is the density o^rubtwr (0,933 glan^); 
Ff, is the force at break, in newtons; 
w Is ^e mean flat width, in millAnetres: 
m is the mass, in milligrams, of the test piece. 

and round to the nearest 0.1 MPa. 

Page 25 

Subclause J.2.1 General 

Replace the first paragraph by the following text: 

After determining compliance with Clause 5, Subclauses 6.1, 6.2, 6.3.2 and Clauses 8, 9 and 10. 
sufficient condoms shall be placed in a controlled environment and conditioned to 



Subclause J.2.2, item b) 

Replace the text of b) by the following: 

Conditioning »xording to Annex H or in a controlled environment shall be carried out at IdOl^) °C. 
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Page 26 

Clause J.4 Test report 

Replace the first paragraph by the following text: 

The test report shall include the requirements of Annex G in the forni specified by Annex N and: 
Item J.4 b) 
Delete the words "and distribution curves,". 

Page 27 

Clause K.2 Procedure for conducting accelerated ageing studies 

Add the following new paragraph at the beginning of the clause: 

Only lots meeting the requirements of Clause 5, Subclauses 6.1, 6.2, 6.3.2, Clauses 8, 9 and 10 shall 
be used for this test. 

Clause K.3 Analysis of accelerated ageing data to estimatB provisional shelf-lifa 

In the second paragraph, delete the following sentence: 

Another method has been published as the P&K method [27]. 

Page 28 

Subclause K.5.1 Background to applying the time-temperature superposition metttod 

Substitute the following for the explanation of R after Equation (K.1): 
R is the gas constant (8,314 J mot-^ K"^) 

Page 35 

Subclause M.2.1.1 

Delete the reference to Annex P. 

Page 41 

Clause P.3 6.3 Requirements for products procUiming "extra strength" 

In the second paragraph, replace the first phrase The force at break, as measured..." with the foflowing: 
The mean force at break, as measured... 
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Page 44 

Clause P.10 Annex L 

Delete item a) L. 2 Based on ASTM D 3078-94 [19]. 
Renumber the remaining list items 
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{Continued from second cover) 

Background information including technical explanations relating to certain clauses of this standard is given 
in Annex P. Where this is relevant, the appropriate clause in Annex P is referenced in the text. 

The text of ISO Standard has been approved as suitable for publication as an Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. Attention is 
particularly drawn to the following; 

a) Wherever the words 'International Staridard' appear referring to this standard, they should be read as 
'Indian Standard'. 

b) Comma (,) has been used as a decimal marker in the International Standard while in Indian Standards, 
the current practice is to use a point (.) as the decimal marker. 

In this adopted standard, reference appears to certain International Standards for which Indian Standards 
also exist. The corresponding Indian Standards, which are to be substituted in their places, are listed below, 
along with their degree of equivaPence, for editions indicated: 



International Standard 

ISO 1 88 : 2007 Rubber, vulcanized or 
thermoplastic — Accelerated ageing 
and heat resistance tests 

ISO 2859-1 : 1 999 Sampling procedure 
for inspection by attributes — Part 1 : 
Sampling schemes indexed by 
acceptance quality limit (AOL) for lot- 
by-lot inspection 



Corresponding Indian Standard 

IS 3400 (Part 4) : 1 987 Methods for test 
for vulcanized rubbers: Part 4 
Accelerated ageing (second revision) 

IS 2500 (Part 1) : 2000 Sampling 
procedure for inspection by attributes: 
Part 1 Sampling schemes indexed 
by acceptable quality level (AOL) for 
lot-by-lot inspection 



Degree of Equivalence 
Technically Equivalent 



Identical 



The technical committee responsible for the preparation of this standard has reviewed the provisions of the 
following International Standards and has decided that they are acceptable for use in conjunction with this 
standard: 



International Standard 
ISO 15223: 2000 



7"/f/e 

Medical devices — Symbols to be used with medical device labels, labeling 
and information to be supplied 



FN 980 Graphical symbols for use in the labelling of medical devices 

BIS Certification Marking clause is given in National Annex A. 

Technical Corrigendum 1 to the above International Standard has been given at the end of this standard. 

For the purpose of deciding whether a particular requirement of this standard is complied with, the final value, 
observed or calculated, expressing the result of a test or analysis, shall be rounded off in accordance with 
IS 2 : 1 960 'Rules for rounding off numerical values (rewsecO'.The number of significant places retained in the 
rounded off value should be the same as that of the specified value in this standard. 



Bureau of Indian Standards 

BIS is a statutory institution established under the Bureau of Indian Standards Act, 1986 to promote 
harmonious development of the activities of standardization, marking and quality certification of 
goods and attending to connected matters in the country. 

Copyright 

BIS has the copyright of all its publications. No part of the these publications may be reproduced in 
any form without the prior permission in writing of BIS. This does not preclude the free use, in the 
course of implementing the standard, of necessary details, such as symbols and sizes, type or grade 
designations. Enquiries relating to copyright be addressed to the Director (Publications), BIS. 

Review of Indian ^tarid.ar4s 

Amendments are issued to standards as the need arises on the basis of comments. Standards are 
also reviewed periodically; a standard alongwith amendments is reaffirmed when such review indicates 
that no changes are needed; if the review indicates that changes are needed, it is taken up for revision. 
Users of Indian Standards should ascertain that they are in possession of the latest amendments or 
edition by referring to the latest issue of 'BIS Catalogue' and 'Standards: Monthly Additions'. 

This Indian Standard has been developed from Doc No.: MHR 03 (0035). 
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